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PS‐3215; Wireless Colorimeter Sensor Battery Replacement 
Instructions   
Reference:  Battery part number 540‐113; Li‐Poly 1000 mAH 

Recommended Equipment: (PS‐3299; Battery Replacement Tool Set)

 

Step 1: Position the Sensor on a surface as shown. 
‐ Peel off the (4) rubber feet using any small flat blade screwdriver. 

‐ Place the rubber feet with the sticky side facing upward on the surface. 

‐Remove the (4) T8 Screws with a Torx T8 Screwdriver. 
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Step 2: While holding both halves together, flip the product over as shown. 

 

 
 

 

Step 3: Lift off the top cover and place it as shown. 
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Step 4: Unplug the battery from its connector. Remove the battery and add the replacement 

battery at the location shown (see above picture) and position the wiring similar to the routing 
shown above. Plug the battery into its mating connector and reverse the steps noted above to 
complete the reassembly.  
 

 
 
If you need further assistance, please contact Technical Support at support@pasco.com or 
through www.pasco.com on chat.  To access chat through your browser, please enable all 
cookies on our website. 


